Development of a New Indirect ELISA Method for Detection of Anti-Tuberculosis Antibodies in Human Serum

Mohammad Morad Farajollahi *, Sepideh Hamzehlou

Department of Biotechnology and Cellular and Molecular Research Center, Tehran University of Medical Sciences, Tehran, IR Iran

**ABSTRACT**

**Background:** Tuberculosis is a crucial health problem. Establishing a rapid, reliable and still inexpensive diagnostic method for tuberculosis seems to be substantial in developing countries where TB has very high incidence rate.

**Methods:** An Indirect Enzyme-linked immunosorbent Assay (ELISA) was established to detect serum antibodies against *Mycobacterium tuberculosis*. Three kinds of antigens were used to prepare the solid phase for antibody assay including: purified protein derivative (PPD), *M. tuberculosis* Bacilli, and *Mycobacterium bovis* Bacillus Calmette Guerin (BCG). Sera of two main following groups were investigated in this study: sera samples from smear-positive, culture-positive and Tuberculin Skin Test-positive TB patients and sera samples from smear-negative, culture negative and TST-negative healthy individuals.

**Results:** Among the antigens used, BCG produced higher sensitivity and specificity in the assay. With PPD as the solid phase, higher sensitivity, but lower specificity was observed in comparison with BCG. Both, low response and noise (non-specific binding) were observed with TB bacilli as the solid phase in the assay.

**Conclusion:** Using BCG solid phase system in this method resulted in higher sensitivity in comparison to single antigen solid phase systems. In addition, we were able to circumvent the problem of non-specific bindings in more popular multi-antigenic solid systems such as PPD. By using this new indirect ELISA, a rapid, reliable and still inexpensive diagnosis of tuberculosis might be possible. Although, further investigations are required to confirm our result.

**Keywords:** BCG Vaccine, Tuberculosis, Enzyme-Linked Immunosorbent Assay

Introduction

Tuberculosis is a crucial health problem worldwide, based on report from World Health Organization (WHO), with 8.7 million cases in 2011 (1). The diagnosis of Tuberculosis (TB) is primarily based on the identification of Mycobacterium tuberculosis, and clinical and radiological evidence. Culture of bacteria is the diagnostic “gold standard” method. Although, it requires a long time and it is not always successful. On the other hand, in practice, only 40-50% of patients with pulmonary tuberculosis are smear positive with Ziehl-Neelsen's direct microscopy method (2) and approximately 17% of TB transmission is through patients with smear-negative and culture-positive tuberculosis (3). Moreover, due to the high workload, laboratory workers, especially in developing countries, process an excessive number of slides resulting in a lower quality diagnostic service. Therefore, development of a serological test for the diagnosis of TB has been an interesting area of research since the report by Brown and Petrof in 1918 (4). In recent years several research teams, all over the world, have tried to setup immundiagnostic assays to detect antigen or antibodies of Mycobacterium tuberculosis (MTB) in serum or other body fluids (5-11). However, the challenge is to develop a simple and inexpensive test with sensitivity better than that of direct microscopy which could be widely used in developing countries.

In this study, we have developed a new sensitive and reliable indirect Enzyme-linked immunosorbent assay (ELISA) method for detection of Anti-tuberculosis antibodies in human serum by examining three easily accessible and inexpensive solid phases.

Materials and Methods

Patient sera

Twenty serum samples from smear-positive, culture-positive and Tuberculin Skin Test (TST)-positive TB patients as well as twenty-four serum samples from smear-negative, culture negative, TST-negative healthy individuals were collected. The samples were provided by the Mycobacteriology Department of Pasteur Institute of Iran. Two control groups were also provided: Nineteen sera from non-TB individuals who were smear-negative, culture negative, and TST-negative were collected. Five of these nineteen sera were intentionally chosen to have high titres of rheumatoid factors (RF). The high RF samples were provided by Fardis Medical Laboratory, Karaj, Iran. Based on the ethics board of our institution, ethical approval was not required for our investigation since all the samples were already collected for another study under informed consent of the donors.

Materials

The BCG used in this study was BCG vaccine, a product of Pasteur Institute of Iran. The Purified Protein Derivative (PPD) was obtained from Razi Vaccine & Serum Research Institute in Iran. All other reagents & solutions were obtained from Sigma-Aldrich Corporation, UK.

Evaluation of the antigen concentrations for ideal coating

Various concentrations of BCG in carbonate / bicarbonate buffer (100 mM, pH 9.6) were prepared. ELISA plates were coated with the solution for 1.5 h at 37°C. The plates were
then washed three times with Tween-20 solution (0.1%) and blocked with a solution of 0.5% BSA in PBS buffer for 1h at room temperature. The plates were then washed four times with Tween-20 solution, and incubated with polyclonal rabbit anti-Tb antibody (10 µg/ml) in PBS buffer including 0.1% Tween-20 and 0.1% BSA for 1h at 37°C. ELISA plates were then washed 5 times with the washing solution and incubated with polyclonal anti-Rabbit antibody conjugated with HRP (Horseradish Peroxidase) (1: 3000) for 1h at 37°C. After six times washing with Tween-20 solution, OPD (orthophenylenediamine) substrate in 0.05 M phosphate-citrate buffer (pH: 5.0, containing 0.03% sodium perborate) was added to the plates. The color development was stopped using 100 µl of 1N H₂SO₄. OD was measured at 492 nm using an ELISA plate reader.

A solid phase system using M. tuberculosis bacilli was prepared with the same method used for BCG. The M. tuberculosis was obtained from clinical isolates and was inactivated in water bath at 80°C for 20 minutes. The highest concentration of the bacterial cells used for coating was 5.0x10⁶ / ml according to the Mc Farland method (12). Similar experiments were carried out using PPD as the solid phase.

**ELISA Analysis**

A serum sample with high titres of anti-TB antibodies was diluted 1:50, 1:100, 1:200, 1:400, 1:800, 1:1600 in PBS containing 0.01% Tween-20 and 0.1% BSA. One hundred microliter of the diluted serum was added to each well of PPD coated plates (10 µg/ml) and BCG coated plates (50 µg/ml) and incubated for 90 min at RT. Washing four times with the Tween-20 solution and incubated with diluted (1:5000) alkaline phosphatase (AP) conjugated anti-human IgG (and IgM for BCG coated plates). After five times washing, enzyme activity was determined with pNPP substrate (in DEA buffer 50 mM, pH: 9.6 containing 1mM MgCl₂). Optical density of the plates was read at 405 nm after 15 min. All sera were then tested as above using BCG coated plates.

**Results**

Figure 1 shows the results from three solid phase systems. All three experiments were carried out simultaneously. With BCG as the solid phase, better response was obtained in comparison with the PPD and TB coated plates. The OD increased with increasing BCG concentration, and leveled off at about 50 µg/ml (Figure 1.A).

Figure 2.A shows the dose-response curve of IgG antibodies from different serum samples in BCG ELISA system. It is clear from the curves that the OD increases in proportion to IgG increase in the infected serum sample. The 5 sera from non-TB patients, with a high titre of rheumatoid factor (RF³⁺) showed a relatively higher background (non-specific binding) in comparison with the serum from the healthy individual, when used at low dilution (1:50) (Figure 2.B).

**Discussion**

Tuberculosis is a crucial health problem worldwide. A rapid and reliable test for diagnosis of TB is essential, especially in resource-poor countries.
Although bacterial culture is the diagnostic gold standard, it takes a long time and is not always successful. Moreover, direct microscopy lacks sufficient sensitivity. TST requires adequate experience to be measured & documented; a matter not fully considered by health workers (13). On the other hand, it is not rapid enough and it needs a return visit. Interferon-Gamma Release Assay, a test with potential to replace TST (14) is not widely available in developing countries where TB has a very high incidence rate.

Other commercially available serodiagnostic tests are not easily affordable in developing countries and their cost-effectiveness are under question (15, 16). Thus, we investigated to establish a rapid, inexpensive and reliable ELISA which can be a suitable parallel in TB diagnosis or screening procedure in developing countries. Since the sensitivity and specificity of the ELISA method for detecting antibodies in serum is seriously affected by non-specific binding of irrelevant immunoglobulins in antiserum to the solid phase (17), this problem should be minimized by different
strategies depending on the assay; In the case of anti-TB antibodies, by the application of multi-antigenic antigens (or multi-antigens) in order to enhance the sensitivity of the test, and using more specific types of antigens to reduce the non-specific binding of antibodies to the solid phase. We investigated BCG as the solid phase system in this study. Two control sera from non-TB individuals with and without rheumatoid factors were used to determine the background OD of the ELISA test. Sera with high titres of rheumatoid factors played a controlling role in our indirect ELISA since RF has been reported to cause interference and false-positive results in some indirect ELISA assays (18-21).

The sensitivity and specificity of the newly organized test was 90% and 93.5%, respectively. Three out of 19 of the non-TB serum with high titres of rheumatoid factors was determined as false positive cases, and two out of 20 sera from TB patients were determined as false negatives.

The specificity and sensitivity of our method is comparable to the results from previous research groups (22). The relatively high sensitivity of the present method is more likely due to the use of a specific multiantigenic system. In other similar studies (23-27), use of multiple antigens facilitated the development of a highly sensitive test for M. tuberculosis antibody detection. Similar use of BCG was already reported in diagnosing bovine tuberculosis and it was found that comparing to Ag85 & MPT-51, BCG gave the highest specificity and sensitivity (28). With the application of the new solid phase system, non-specific binding of serum immunoglobulin in a similar multi-antigenic solid phase system such as PPD (29) was considerably reduced, to an acceptable level.

More studies and on greater scales are required to be done to confirm the result of our studies so that a reliable and still inexpensive method will be translated to clinical application in some economically disadvantaged areas of the world.

Acknowledgment

We would like to thank the Mycobacteriology Department of the Iranian Pasteur Institute for supplying the research material.

Conflict of Interest

None declared conflicts of interest.

References


say discrepancy: Interference with measurement of thyroid-stimulating hormone due to rheumatoid factor. Endocrinol Nutr 2012 [In press].


